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Abstract. This paper presents FEM analysis of arch cast partials. Functional tests of such 
prostheses were carried out. Loads and strains they are subject to were taken into account. An 
original, proprietary test stand was devised to test cast partials. 
Keywords: cast partials, numerical analysis, finite element method. 
1. Introduction 
Many domestic and offshore research centres conduct mathematical modelling of dental 
prosthesis (including implants). Institute of Dentistry of Medical University of Warsaw is one of 
such institutes. Research and scientific efforts it makes are usually limited to analysing static loads 
to which biomechanical prostheses are exposed. Hence the Institute of Electronic Systems of 
Military Technical Academy [10, 11] decided to investigate those issues. It consequently carried 
out mathematical analysis of dental prosthesis subject to both static and kinematic excitation 
[8, 12]. Gum soft tissue model was also considered. Those types of issues are very important for 
speech recognition. Biometric human identification uses such recognition technique [4, 16]. 
Mathematical models of dental prostheses are a powerful cognitive tool. They allow strain and 
stress analysis of every surface of dental prosthesis under different external loads applied [13]. 
This makes possible to estimate longevity of prosthesis, also over the long-term. 
Expanding the model to include kinematic excitation and gum soft tissue response will make 
the virtual prosthesis feasible. Thanks to this the prosthesis could be quickly modified and 
customised to represent a particular dentition. Such prostheses could be then subject to tests. 
The frequency teeth are usually subject to loading during comminution of food is between 
40-120 cycles/min [6, 7]. Effective static load applied to the occlusal surface (biting surface) does 
not exceed 20 N. 
Carried out tests and simulations using a flat prosthesis model prove that regardless of 15 N 
load application point both deflection as well as deformation of prosthesis metal panel were linear 
[15, 17]. 
Estimated deflection of prosthesis models should not exceed 5 mm [14]. Deflections occurring 
during testing, vary depending on test points. For purposes of further considerations they were 
assumed to vary between ±300 µm/m. The test stand was designed to enable broader measurement 
scope in order to test for external loads up to 20-25 N [9, 18]. 
2. Cast partials testing 
Research effort was channelled into conducting a numerical analysis of cast partials under 
dynamic load. The specimen (Fig. 1) used for analysis was a replica of an intraoral prosthesis – a 
partial denture replacing six teeth and worn by a partially edentulous patient. 
Figure 2 and 3 illustrates a purpose-built test station designed to determine and measure model 
prosthesis responses to dynamic load. At the design stage, emphasis was put on facilitating 
carrying out diagnostic measurements [2] as well as reliability [15, 23] (of power supply [22] and 
impact of electromagnetic interference [5]) through putting in place adequate reliability structures 
[20, 21]. Load application method, load direction and its variance in time were all taken into 
account [1, 2]. 
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Fig. 1. Test prosthesis with highlighted load application points (23-27) [11] 
 
Fig. 2. Diagram of test station [11] 
 
Fig. 3. A block diagram of a system for measuring the prosthesis 
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In order to validate empirical measurements taken during tests a numerical analysis of the 
prosthesis was carried out using the finite element method. Figure 4 illustrates the discretized 
system (division into finite triangular subregions). 
 
Fig. 4. FEM mesh – showing both supporting nodes and nodes with prescribed loads 
The model prosthesis was cast from Wironit Extra-hard –denture alloy for combination work 
(certificate 82593, CE 0044 ISO 6871-1). 
Load bearing parameters required for numerical analysis are as follows: 
Elastic modulus: ܧ = 170000 N/mm2, 
Poisson ratio: ߥ = 0.3, 
Alloy Density: ߛ = 8.2 g/cm3. 
The units used for calculations were consistent throughout – [mm], [N]. Natural vibration of 
the prosthesis was analysed first (Fig. 5). 
 
Fig. 5. Deformation distribution under the first natural frequency 
The model prosthesis is a “fine-tuned” system. This guarantees that neither natural vibrations 
would be within the range of assumed harmonic vibrations. Further computations and simulations 
validated that. 
Numerical analysis of displacements was carried out with test load applied to node 27  
(Fig. 1, 3) – causing greatest deflection of the prosthesis. Out of necessity, only the results for 
maximum deflections were compared. 
Figures 6 and 7 illustrate variability of maximum deflection over half period cycles (one cycle) 
and over 1.5 T. 
Figure 8 illustrates deformation and Figure 9-11 state of stress under maximum stress applied. 
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Fig. 6. Maximum deflection over 0-0.5 sec 
 
Fig. 7. Maximum deflection over 0-1.5 sec 
 
Fig. 8. Prosthesis deformation distribution for ݐ = 0.5 sec 
 
Fig. 9. Main stress distribution 
 
Fig. 10. Destructive stress distribution according to Huber-Hencky-von Mises 
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Fig. 11. Distribution of maximum (main) bending moments 
3. Conclusions 
This paper discusses issues related to arch cast partials. Completed numerical analyses of the 
partial denture using the finite element method turned out to have validated measurements taken 
at the real, original test station. Consequently preliminarily taken assumptions were validated as 
well as the protocol followed for taking measurements and the subsequent simulation. Plans for 
further research into this issue include developing a dedicated, proprietary software which would 
expand capabilities of the Mikro-Strains System. 
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